Add protective packaging.

Access the Browser Interface to configure the GC and get detailed installation instructions by connecting to the GC via your web browser (no internet required).

The GC and PC must be configured on the same gateway (for example, isolated LAN).

Where to find additional information

- By selecting the “Network” tab in the web interface.
- By accessing Agilent’s Data Systems.
- By using the Help and Information section.

Help and Information
http://10.1.1.101/info

Agilent 9000 Series GC/GCMS Software User Manuals & Tools